OLFACTOMETRY DIAGNOSTIC AT THE MODERN STAGE

O. AVRUNIN1*, N. SHUSHLYAPINA2, Y. NOSOVA1, O. BOGDAN3

1 Department of Biomedical Engineering, Kharkiv National University of Radio Electronics, Kharkiv, UKRAINE
2 Department of Otorhinolaryngology, Kharkiv National Medical University, Kharkiv, UKRAINE
3 Department of Foreign languages, Kharkiv National University of Radio Electronics, Kharkiv, UKRAINE
*email: gavrun@list.ru

ABSTRACT In this article we consider the most popular methods for evaluating the degree of olfactory disorders. The purpose of our paper is an analytical review of olfactometry of methods and tools to determine their potential and the diagnostic value of the detection of respiratory-olfactory disorders (blocking of odorants getting into areas of the nasal mucosa, containing olfactory receptors). Purposeful study of olfactory function allows to determine the criteria for the diagnosis of local destruction of various parts of the analyze. Various methods and devices (olfactometers) are used to diagnose olfactory analyzer, but they all have a number of drawbacks: the long duration of the study, the use of objective evidence of the subjects, the use of olfactory substances that affect the end of the threefold nerve, determination of olfactory dysfunction or only quantitatively or only qualitatively. Most of the methods for evaluating olfactory disorders have a wide range of uses for the diagnosis of various diseases as well, including mental disorders, brain damage, and nervous system. However, within our problem, olfactory dysfunction is necessary to consider in connection with the problem of the air passage in the human olfactory system. Therefore, it is necessary to develop a highly specialized method of assessing olfactory – respiratory disorders, which would have a high degree of objectivity for use in clinical practice of otolaryngologists. Thus, in the perspective of further research it seems necessary to develop a method of assessment of olfactory function on the basis of respiratory parameters derived from rinomanometry research that will improve the objectivity of conducted researches.

Keywords: smell, nose, olfactometry, mucous, odor, dysfunction, stimulus

Introduction

Method holding fate of studies.
I.P. Pavlov

Olfaction plays a major role in our interaction with the environment. The olfactory system not only acts for the detection of potential dangers in the environment, such as smoke, gas or dusts, but also it influences our nutrition, social behavior, and well-being [1]. For human beings, it also has been crucial function for better quality of life. There has been a recent increase in diseases associated with olfactory dysfunction as shown in figure 1 [2]. Moreover, because many patients with olfactory dysfunction have often complained of their olfactory functions as well as reported of chronic pain, olfactory dysfunction must not be neglected anymore. In addition, the olfactory function has been considered to be one of the biological markers associated with various diseases, such as Alzheimer’s disease, Parkinson disease, multiple sclerosis, and brain tumor. Thus, the evaluation of olfactory function will shed some light to understand the function of the human olfactory system as well as assess the olfaction value in day-to-day life [2].

The structure of the olfactory analyzer is a complex anatomical and physiological structure. Violation of olfactory function may be due to both, mental disorders and diseases affecting the nervous system, and otorhinolaryngological diseases.
Violations of olfactory function in the broadest sense can be divided into three categories:
- dysfunction of brain regions associated with olfactory information processing;
- disruption of conduction paths (central nervous system), i.e. blocking the signals in the way of the olfactory receptors to the appropriate areas of the brain;
- respiratory-olfactory disorders, blocking of odorants getting into areas of the nasal mucosa, containing olfactory receptors.

It may be necessary a consultation for the patient with various specialists during examination of olfaction - neurologists, neurosurgeons, endocrinologists, psychiatrists and others. In particular, it occurs in the situations when the patient with clear violation of smell is no conclusive clinical signs of diseases of the nose and paranasal sinuses [4].

Actuality of the paper.

Violation of olfaction plays an important role in the diagnosis of diseases of the nose and nasal cavity, and it is an indicator of the quality of treatment and post-intervention and rehabilitation of patients with various nose injuries as well. Blocking airflow with odorants in the nasal cavity due to various disorders is a very complex problem of modern otorhinolaryngological diagnosis. Today there are no objective methods to assess this problem. Therefore, it is necessary to pay attention to more detailed consideration of objective methods of diagnosis of olfactory dysfunction with a doctor's point of view (otolaryngologist).

Purpose of work

The purpose is an analytical review of olfactometry of methods and tools to determine their potential and the diagnostic value of the detection of olfactory disorders.

Discussion of the results

According to researchers Woo Seop Kim, Dong Pyo Jang, In Young Kim the methods for assessing the olfactory function are largely divided into electrophysiological and psychophysical methods.
Electrophysiological tests evaluate olfactory function based on objective measurement such as biosignals and medical imaging [3]. For example, the total number of physiological parameters such as galvanic skin response, electrocardiogram data, pneumogram we evaluate olfactory dysfunction [9]. On the basis of physiological parameters there is a method of evaluation of smell, which includes the registration of the background level of pupillary reaction parameters in response to the light signal (pupillography) and in comparison with pupillogram made after olfactory stimulation by odorants. [10]. The method of estimating the human olfactory activity includes the determination of olfactory function on the results of the subjective assessment of odorous substances in superthreshold solution. It is necessary to provide the registration of background potentials of the brain conduct in a relaxed state at half reclining position of a body examinee with closed eyes in 40 s after the beginning of registration of the background potentials of the brain.

Using the inhaler Maholda we represent the olfactory stimulus lavender essential oil in a concentration of 1: 100 for 3 seconds and 70 seconds later, the power spectral density is recorded theta and alpha rhythms in the frontal and temporal areas of the cerebral cortex and changes olfactory activity is defined by the formula:

$$H_a = \frac{T_\theta + F_\theta}{T_\alpha + F_\alpha},$$

where $H_a$ – the olfactory activity;

$T_\theta$ - the average value of the theta rhythm of the power spectral density in the temporal region, mcV$^2$/Hz;

$F_\theta$ - the average value of the power spectral density of the theta rhythm in the frontal region, mcV$^2$/Hz;

$T_\alpha$ - the average value of the alpha rhythm of the power spectral density in the temporal region, mcV$^2$/Hz;

$F_\alpha$ - the average value of the alpha rhythm of the power spectral density in frontal region, mcV$^2$/Hz, wherein at the magnitude of the olfactory activity of 0.7 cu and more olfactory function is normal, and if the value of 0.6 and less shows the violation of the olfactory function, namely, hyposmia [14].

The psychophysical inspections are methods mostly based on questionnaires or simple apparatus. Normally, the evaluator presents a fragrance and then evaluates subjectively the subject’s awareness of smelling [3].

On the basis of subjective feelings and recognize odors the method of the threshold olfactometry has been built. The essence of this method is to use the three olfactory substances, valerian tincture, acetic acid and ammonia. The solution is prepared with intervals of concentrations of olfactory substance by 2-2.5 times (see table 1).

<table>
<thead>
<tr>
<th>Olfactory substance and consistency of their use</th>
<th>The amount of solution</th>
<th>The concentrations of olfactory substances,%</th>
<th>Time inspection, sec</th>
</tr>
</thead>
<tbody>
<tr>
<td>Tincture of valerian</td>
<td>8</td>
<td>0,005; 0,01; 0,025; 0,05; 0,1; 0,25; 0,5; 1</td>
<td>10-20</td>
</tr>
<tr>
<td>Acetic acid</td>
<td>8</td>
<td>0,005; 0,01; 0,025; 0,05; 0,1; 0,25; 0,5; 1</td>
<td>10-20</td>
</tr>
<tr>
<td>Ammonium chloride</td>
<td>11</td>
<td>0,0005; 0,001; 0,005; 0,01; 0,025; 0,05; 0,1; 0,25; 0,5; 1</td>
<td>10-20</td>
</tr>
</tbody>
</table>

Each of the prepared solutions is placed in a glass bottle of glass tubes with volume about 100 ml with cross-sectional area of the neck 0.64 cm$^2$; olfaction research is carried out at room temperature of solutions 18-22°C and in the following order: tincture of valerian, acetic acid, ammonium chloride [11].

The next and one of the most popular around the world method for assessing of violations of the olfactory function is Sniffing Sticks test. In the first stage to determine the olfactory threshold n-butanol of 16 solutions is used (orange, leather, cinnamon, peppermint, banana, lemon, licorice, turpentine, garlic, coffee, apple, clove, pineapple, rose, anise, fish). In assessing the ability to discriminate odors odorants triplets are used in superthreshold dilution, while the patient is asked to choose which smell is different from the two other (fig.2) [5].

In determining the subject's ability to identify the smell – the patient is proposed in the superthreshold concentration of the odorant and four possible answers. At each stage of the study the patient can gain a maximum of 16 points, that is, for the time of the study - a maximum of 48 points. This index is defined as threshold discrimination identification score (TDI). If TDI patient scores 15 or less, that he is believed to have a functional anosmia. When TDI from 17 to 30 points we conclude the presence of the patient hyposmia. TDI 30 points and above is considered normal [5, 13-14].

The UPSIT comprises forty different smells released by scratching a panel of microencapsulated odorants using a pencil lead. For each of the forty smells, participants must choose an answer from four possible options; only one is correct. Booklets containing the smells, four, each with ten smells, are in sealed envelopes and a pencil provided (fig. 3).
Data collected on the USA population showed that participants' score out of forty was dependent on gender, age and smoking status. A diagnostic ladder was drawn up and six categories devised for olfactory diagnosis depending on score [6]. This test is occasionally judged to have an American cultural bias. There have British, Chinese, French, German, Italian, Korean and Spanish UPSIT versions made. There are called the Brief (Cross-Cultural) Smell Identification Test. It evaluates olfactory functions uses 12 odor capsules that are familiar with people from other cultures [3]. The advantages of the test are: reliability, low cost, ease of use, the possibility of testing in all conditions, even the self-test at home or in the field.

The T&T olfactometer (Daiichi-Yakuhin, Tokyo, Japan) consists of five test odorants. Each odorant was diluted into eight log-step concentration series with either propylene glycol or liquid paraffin (grade 5 to -2). The detection threshold is the weakest concentration at which the stimulus is firstly noticed. The concentration at which a qualitative sensation is first recognized is recorded as the recognition threshold [8].

Also researches developed an olfactory display shown in figure 4. This display uses the technique used in ink-jet printer in order to produce a jet which is broken into droplets from the small hole in the ink tank. The display can set up an ejection head. This head can store three small tanks and one large tank, thus this display can contain 4 kinds of scents maximum.

Thus, pulse ejection for scent presentation is able to minimize odor elimination. Measurement algorithm uses binary search. Therefore, might measure the detection threshold at 192 levels in total by changing the number of stimul taneous ejections and ejection time. For measurement result, might be able to quantify the detection threshold. Furthermore, only 5 min is needed to measure the detection thresholds [7].

In this article we are considered the most popular methods for evaluating the degree of olfactory disorders. There are some other methods as well, but in most cases they differ only by odorants, their concentration and the number of repetitions of test studies.

Conclusions

Various methods and devices (olfactometer) are used to diagnose olfactory analyzer, but they all have a number of drawbacks: the long duration of the study, the use of objective evidence of the subjects, the use of olfactory substances that affect the end of the threefold nerve, determination of olfactory dysfunction or only quantitatively or qualitatively only. There are, most of the methods to evaluate olfactory disorders have a wide range as well of uses for the diagnosis of various diseases, including mental disorders, brain damage, and nervous system. However, within of our problem, olfactory dysfunction is necessary to consider with the problem in connection of the air passage in the human olfactory system. Therefore, it is expedient to develop a highly specialized method of assessing olfactory - respiratory disorders, which would have a high degree of objectivity for use in clinical practice of otolaryngologists. Thus, in the perspective of further research it seems necessary to develop a method of assessment of olfactory function on the basis of respiratory parameters derived from rinomanometry research that will improve the objectivity of conducted researches.

Список литературы

Plasticity of the Human Olfactory System: The Olfactory

Caroline Huart, Philippe Rombaux

2010.

and olfactory thresholds: an upgrade based on a gr

C. Scadding

Fukasawa, Kenichi Okada

checkup with Olfactory Display using Pulse Ejection

Muirhead, N.

doi: 10.7599/hmr.2014.34.3.120


11 Способ проведения пороговой ольфактометрии: пат. 2169364 РФ кл. Г01N 33/15, А61В 10/00, А61Л 1/06. Домрачев А.А.; Афынкин В.Ю.; Савченко Ю.И.; Амельченков С.П.; Спирин И.А. - № 9912378/14: Заявл. 10.11.1999: Опубл.: 26.06.2001.


Bibliography (transliterated)

1. Caroline Huart, Philippe Rombaux, Thomas Hummel. Plasticity of the Human Olfactory System: The Olfactory


Bibliography (transliterated)

1. Caroline Huart, Philippe Rombaux, Thomas Hummel. Plasticity of the Human Olfactory System: The Olfactory

About authors (Сведения об авторах)

Oleg Avrunin – Doctor of Technical Sciences (Ph. D.), Professor, Professor, Department of Biomedical Engineering, Kharkiv National University of Radio Electronics, Kharkiv, Ukraine; e-mail: gavrun@list.ru.

Аврунин Олег Григорьевич – доктор технических наук, профессор. Харьковский национальный университет радиоэлектроники, профессор кафедры биомедицинской инженерии; г. Харьков, Украина; e-mail: gavrun@list.ru.

Natalja Shushlyapina – Candidate of Medical Sciences (Ph. D.), Docent, Associate Professor, Department of Otorhinolaryngology, Kharkiv National Medical University, Kharkiv, Ukraine; e-mail: schusha75@mail.ru.

Шуслияпина Наталия Николаевна – кандидат медицинских наук, доцент, кафедра Оториноларингологии, Харьковский национальный медицинский университет, г. Харьков, Украина; e-mail: schusha75@mail.ru.

Yana Nosova – graduate student, Department of Biomedical Engineering, Kharkiv National University of Radio Electronics, Kharkiv, Ukraine; e-mail: y asanosova@rambler.ru.

Носова Яна Витальевна – аспирант, кафедра биомедицинской инженерии, Харьковский национальный университет радиоэлектроники; г. Харьков, Украина; e-mail: y asanosova@rambler.ru.

Olga Bogdan – senior teacher, Department of Foreign Languages, Kharkiv National University of Radio Electronics, Kharkiv, Ukraine; e-mail: nyav007@gmail.com.

Богдан Ольга Николаевна – старший преподаватель, кафедра иностранных языков. Харьковский национальный университет радиоэлектроники; г. Харьков, Украина; e-mail: nyav007@gmail.com.

Please cite this article as:


Пожалуйста, цитируйте это статью следующим образом:


Будь ласка посилайтесь на цю статтю наступним чином:


Анотація Ця стаття присвячена огляду найбільш популярних методів оцінки ступеня нюхових розладів. Ефективність методів оцінки ступеня порушення нюху має широкий спектр застосувань для діагностики різних захворювань, включаючи психічні розлади, пошкодження мозку і нервової системи. Однак в рамках нашого завдання необхідно розглядають дисфункцію нюху в зв'язку з проблемою проходження початку в нюховий аналізатор людини. Таким чином, в перспективі подальших досліджень представляється необхідним розробити метод оцінювання нюхової функції на основі параметрів дихання, отриманих в результаті риноманометричного обстеження, що дозволить підвищити об'єктивність проведених досліджень.

Ключові слова: запах, ніс, олфактометрія, слиз, одорант, дисфункція, стимул

Постушика (received) 16.03.2016